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The dissolved oxygen module displays a temperature and pressure reading when looking at
readings in the app. These readings are not measuring the water that the probe is in but
instead reflect the air temperature and air pressure sensors on the actual dissolved oxygen
module board. These numbers are then used to calculate O2 %.

Since it's measuring air temperature and not water temperature, it will very likely result in a
different reading.
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